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Abstract:

Background . Health and social management of SARS-CoV-2 epidemic, responsible
of the COVID-19 disease, requires both screening tools and diagnostic procedures,
Reliable screening tests aim at identifying (true) infectious individuals that can spread
the viral infection and, therefore, are essential for tracing and harnessing the epidemic
diffusion. Instead, diagnostic tests should supplement clinical and radiological findings,
thus helping in establishing the diagnosis. Several analytical assays, mostly based on
RT-PCR based technologies, have become commercially available for healthcare
workers and clinical laboratories. However, such tests showed some critical limitations,
given that a relevant number of both false-positive and false-negative cases have been
so far reported. Moreover, those analytical techniques demonstrated to be significantly
influenced by pre-analytical biases, while the sensitivity showed a dramatic timedependency.
Aim. Herein we critically investigate limits and perspectives of currently available RTPCR techniques, especially when referring to the required performances in providing
reliable epidemiological and clinical information.
Key Concepts . Current data cast on doubt the use of RT-PCR swabs as a screening
procedure for tracing the evolution of the current SARS-COV-2 pandemic. Indeed, the
huge number of both false-positive and false-negative results deprives the
trustworthiness of decision making based on those data. Thereby, we should refine
current available analytical tests to quickly identify individuals able to really transmit the
virus, with the aim to control and prevent large outbreaks.
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Analytical performance of COVID-19 detection methods (RT-PCR): Scientific and societal concerns

Abstract
Background. Health and social management of SARS-CoV-2 epidemic, responsible of the COVID-19 disease,
requires both screening tools and diagnostic procedures, Reliable screening tests aim at identifying (true)
infectious individuals that can spread the viral infection and, therefore, are essential for tracing and harnessing
the epidemic diffusion. Instead, diagnostic tests should supplement clinical and radiological findings, thus helping
in establishing the diagnosis. Several analytical assays, mostly based on RT-PCR based technologies, have
become commercially available for healthcare workers and clinical laboratories. However, such tests showed
some critical limitations, given that a relevant number of both false-positive and false-negative cases have been
so far reported. Moreover, those analytical techniques demonstrated to be significantly influenced by preanalytical biases, while the sensitivity showed a dramatic time-dependency.
Aim. Herein we critically investigate limits and perspectives of currently available RT-PCR techniques, especially
when referring to the required performances in providing reliable epidemiological and clinical information.
Key Concepts. Current data cast on doubt the use of RT-PCR swabs as a screening procedure for tracing the
evolution of the current SARS-COV-2 pandemic. Indeed, the huge number of both false-positive and falsenegative results deprives the trustworthiness of decision making based on those data. Thereby, we should refine
current available analytical tests to quickly identify individuals able to really transmit the virus, with the aim to
control and prevent large outbreaks.
Key Words
Covid-19; SARS-CoV-2; RT-PCR; false positive; false-negative; pandemic; clinical pathology.

The challenge: scientific and political problems
The spread of the SARS-CoV-2 pandemic around the globe has created several critical problems that should
be addressed concomitantly, with some problems requiring higher prioritization. The pathophysiology of the
disease (that affects presentation and complications), early detection of infectious individuals, and the need to
provide adequate treatment are among the topics that require very timely and appropriate management. With
any pandemic, recognizing the etiological factor (the virus) is an essential starting point. A key second step is to
establish a reliable and specific method to detect viral infection (especially the RNA messenger or viral antigens)
and/or the related immunological consequences (specific antibodies, belonging to the IgG, IgM, and IgA clusters)
in suspected cases. Undoubtedly, Covid-19 epidemic has promoted the repositioning of laboratory medicine to
a more visible and strategic place in health-care systems, not only to deal with the current disease, but also to
prepare for and prevent future pandemics [1].
Awareness of the need for timely development of testing capabilities has led several regulatory agencies –
including FDA – to find acceptable levels of compromise between test reliability and quick turnaround by readily
available and useful diagnostic tools. This has shortened timelines for assessing mandatory requirements
considerably, and in some cases, to just a few weeks. This approach to make rapid approval decisions has led

to approval of several diagnostic tools without long term information on reliability, performance, and diagnostic
accuracy, which affect test validity [2].
Diagnosis of SARS-CoV-2 infection
The current diagnostic procedures for identification of SARS-CoV-2 infected individuals are primarily based on
two distinct approaches [3]. The first is the direct detection of the virus or its components. This can be done by
culture of the virus, detection of one or more of its proteins or other components, via amplification of viral nucleic
acids through RT-PCR techniques (usually known as ‘molecular tests’). The last two are the most frequently
used techniques during the present pandemic and the main aim of the present paper is to address some critical
consideration regarding the molecular tests.
The second approach is the use of immunological tests to detect the host’s immune response triggered by the
virus, though the detection of specific antibodies (IgM, IgG, but also IgA). Some specialized laboratories are also
able to test the host’s cellular immune response to the virus. In addition, whole genome sequencing has been
applied to determine the sequence of the SARS-CoV-2 virus in a sample, with the goal to identify changes in
sequence, or so-called variants [4] to further understand the epidemiology and viral factors that predict disease
transmission and severity. However, this is clearly an extremely expensive approach that cannot be pursued in
the frameshift of a rapid, population-based, screening.
The three most used immunological assays are enzyme-linked immunosorbent assays (ELISA),
chemiluminescence assays (CLIA) and lateral flow assays (LFA) [5]. Virus neutralization tests are an additional
type of specialized immunoassay to specifically detect neutralizing antibodies, but this type of method is primarily
used for assay validation and research purposes. Preliminary reports on ELISA assays to detect viral infection
have indicated fairly good correlation between antibody titers and virus-neutralizing antibodies [6]. In addition to
the assays described, many other assays have been developed, as summarized elsewhere [7].
Preanalytical issues affecting the diagnosis of COVID-19.
It is widely acknowledged that pre-analytical factors represent a major source of error in laboratory testing [8].
Such errors include inappropriate collection of biological material; inadequate sample storage/transportation
(including the presence of additive or cellular components that may interfere with the assay, in some cases due
to whole blood freezing); pipetting errors; contamination; or sample mismatch. Sample contamination is a key
issue to address to ensure the quality of reverse transcription-polymerase chain reaction (RT-PCR) assays,
given that even trace amounts of foreign nucleic acids can jeopardize test findings. A second critical source of
pre-analytic error is the use of improper procedures for the collection of nasopharyngeal specimens. Indeed, the
recommended procedure is not so straightforward: a nasopharyngeal sample should be obtained by inserting
the swab far into the nostril parallel to the palate to reach the deepest target area, maintaining the swab in place
for few seconds for the absorption of secretions, then immediately putting the swab into a sterile tube [9]. Failure
to comply with the recommended practices can cause several diagnostic errors [10].
Limits of current RT-PCR tests
According to several reports, the diagnostic accuracy of many of the currently available RT-PCR tests for SARSCoV-2 may be lower than optimal, as false-positive, and false-negative results are seen in a small but significant
proportion of individuals. These shortcomings have been ascribed to several factors, including lack of
harmonization of primers and probes; technical and analytical errors; and the absence of validation by
independent third parties [11]. The US Food and Drug Administration Emergency Use Authorization (EUA) and
Instructions for Use (IFU) documents outline the current approved virology tests for SARS-CoV-2, which are
largely unstandardized [12]. For example, FDA data on EUA SARS-CoV-2 virology tests show a wide range of
limit of detection (LoD), spanning >5 orders of log10 differences across different assays. Undoubtedly, assays
with higher LoDs will likely miss more infected patients. These metrics are of critical importance because each

10-fold increase in the LoD of a COVID-19 viral diagnostic test is expected to increase the false negative rate
by 13% [13].Beyond “this variable performance” reported in IFUs for EUA tests, key attributes of many tests,
such as primer sequences, protocol steps or viral gene targets, are either unclear or missing” [14].
Several different primer-probe sets for use in SARS-CoV-2 detection assays have been developed and are
currently in use. Overall, these tests show high specificity when tested against a panel of samples positive for
several other respiratory viruses, while their sensitivity is highly variable [15]. It is noteworthy that assays that
use the CDC N2 primer probe - developed by the CDC (Division of Viral Diseases, Centers for Disease Control
and Prevention) [16] - and the Corman E-gene primer-probe [17], display high sensitivity, even in presence of
low genomic equivalents of viral RNA. According to the Corman protocol (further endorsed by World Health
Organization, WHO) [18], the E gene assay is used as first-line screening tool, that is then followed by a
confirmatory assay, based on an RNA-dependent RNA polymerase gene or an N gene test, respectively. On
the contrary, the test supported by the CDC involves three N gene primer/probe sets, and as such, it is designed
for detecting SARS-like coronaviruses (one primer/probe set), as well the specific detection of SARS-CoV-2 (two
primer/probe sets) (Fig.1). The panel may eventually include a primer/probe for recognizing the human RNase
P gene (RP) in control samples and clinical specimens.
Differences in primers concentrations and/or in DNA probe lengths used by different protocols have raised some
concern, given that It has been argued that those settings do not conform with the FDA protocols and this may
be one of the factors that leads to false positive results [19]. Furthermore, a near 100-fold difference in LoD has
been recorded among different assays that use different genes and probes, which cannot be considered as
equivalent [20].

Fig.1. Structure of SARS-CoV-2 virus. RNA of the viral genome is constituted by two genes – ORF1a and ORF1b – encoding for the
non-structural proteins NSP, while small genomic region includes S (Spike protein), M (Membrane protein), E (envelope protein), and
N (nucleocapsid protein) genes. The S protein interacts with the angiotensin-converting enzyme 2 (ACE2) receptors of the host cell
membrane through a receptor-binding domain (RBD) positioned on the spike protein. Once the ACE2/RBD interaction has been
established, the virus can be endocytosed into the cell.

Usually, when RT-PCR analyses are designed for the first time, amplification is followed by a second step where
a separation technique (i.e., electrophoresis) or a sequencing run is used to confirm that the amplified sequence
was correct. Of course, this cannot be routinely performed in population-based screening, but more accurate
characterization of the PCR reactions used to reveal SARS-CoV2 infection are advisable.
Furthermore, a near 100-fold difference in LoD has been recorded among the different assays that use different
genes and probes, so these tests cannot be considered as equivalent [21]. Usually, RT-PCR analyses are
followed by a second step where a separation technique (i.e., mobility of the amplified fragment on a gel) is used
to confirm that the amplified substance was correct. Unfortunately, in screening settings for ascertaining SARSCoV-2 positivity, RT-PCR is generally not followed by a second, confirmatory step. When in diagnostic settings,
with a high pretest probability of SARS-CoV-2, RT-PCR assays may provide important confirmation of the
suspected diagnosis, based on clinical and radiological data. However, when used as a tool to perform screening

survey, extensive RT-PCR testing cannot suffice in providing reliable results. For other endemic viral diseases
– including HCV, HIV, and chronic HBV – positive results for specific viral tests occur after suggestive symptoms
appear, and RT-PCR test are usually preceded by serological analyses that greatly reduce the risk of false
positive results from molecular tests.
It is embarrassing to the field that very few studies have addressed the prevalence of false negative results for
SAR-CoV-2 molecular assays. Yet, the critical validation of diagnostic tests given emergency approval by
regulatory agencies cannot be indefinitely postponed [22]. For SARS-CoV-2, it is unclear if the sensitivity of any
authorized commercial test has been assessed in the proper way. Current rules permit indirect demonstration
of the test performance by applying the RT-PCR test to known positive material from symptomatic people or to
contrived specimens: such assessments likely overestimate test sensitivity as swabs may lack viral particle [23].
A reference standard for determining the sensitivity of SARS-CoV-2 tests in asymptomatic people is still lacking.
At the very beginning of the epidemic in China, at least two studies reported on the impact of missing true
infected patients due to overestimation of RT-PCR tests sensitivity, resulting in a false negative rate ranging
from 2 to 30% [24,25]. A recent meta-analysis carried out on 12,057 COVID-19 confirmed cases, reports that
there is substantial and largely unexplained heterogeneity in the proportion of false-negative RT-PCR results for
SARS-CoV-2, which cannot be explained by differences in the statistical approach used in different studies [26].
Differences in reliability rates might result from differences in the type of specimen collected, the time to onset
of symptoms, the surmised viral load, at the time when the test is performed, to product-specific factors related
to the RT-PCR kit used. All this information is either partially or unreported in most studies. Noticeably, one
report [26] demonstrated that up to 54% of COVID-19 patients may have, during the first phase of their illness,
an initial false-negative RT-PCR. According, the field is faced with a very low certainty of evidence. Additionally,
some published studies have several biases (protocol violation to rule in/rule out the presence of SARS-CoV-2)
and/or fail to report key index test characteristics.
Site of collection of the biological specimen. The analytical specificity of an analytical test is its capability to
recognize solely the molecule that is to be identified – both qualitatively and quantitatively - in presence of
interfering substances or antigenically overlapping compounds. For molecular tests, the relevant abundance of
RNA is essential for bestowing sensitivity to the assay. In turn, RNA abundance is strongly dependent on the
type and site of collection of the biological sample. Indeed, sensitivity of RT-PCR for SARS-CoV-2 is higher for
lower respiratory samples than for upper respiratory tract samples [27,28]. Surprisingly, as reported in a
preliminary study of 213 COVID-19 cases, and 866 respiratory samples obtained onset from different sites of
collection during the first week after symptom, the highest positive rate (>80%) was recorded in salivary samples,
followed by nasopharyngeal (72-73%) and throat swabs (60-61%) [29,30].
A systematic review, performed on pooled data for 8136 clinical specimens tested for SARS‐CoV‐2 by RT-PCR,
substantially confirmed results for different types of specimens: [31] specimens from the lower respiratory tract
showed a positive rate of 71.3%; bronchoalveolar lavage fluid and saliva samples had the highest positivity rates
of 91.8% and 87.8%, respectively; and oropharyngeal swab, feces, and blood showed the lowest positivity rates
(7.6%, 32.8%, and 1%, respectively), whereas no SARS‐CoV‐2 was detected in urine samples. Another study
showed that the rate of RT-PCR detection of SARS-CoV-2 in patients is as high as 93% in bronchoalveolar
lavage fluid, 72% in sputum and 63% in nasopharyngeal swabs, while it is only 32% in pharyngeal swabs and
29% in stool [32]. Yet, till now, there has not been an independent assessment of the overall trustworthiness of
different RT-PCR tests, or a global comparative analysis of these tests applied to different setting, or consensus
on the most reliable samples across different tests (nasopharyngeal versus saliva). A few studies found that
saliva samples yielded greater detection sensitivity, and more consistent findings throughout the course of
infection, when compared with samples taken via nasopharyngeal swabs [33,34]. The very preliminary
investigations, using saliva specimens, displayed huge variability in sensitivity estimates, ranging from 70 to
100%, when compared to throat and to nasopharyngeal swabs tested by RT-PCR [35,36]. As for analyses
carried out on nasopharyngeal samples, difference in reported sensitivities may reflect differences in the timing
of sampling, relative to the onset of infection. Indeed, the highest sensitivity was observed among hospitalized

and critically ill patients [37], while the lowest sensitivity has been recorded when saliva samples were collected
during the late phase from symptom onset or exposure [38]. A recent meta-analysis suggests that diagnostic
accuracy of saliva-based nucleic acid amplification testing is similar to that of nasopharyngeal swab, especially
in the ambulatory setting [39]. Overall, the current information suggests that saliva, when obtained in the early
phases of Covid-19 infection (ten days after the symptom onset), is reliable and it may be more practical to
collect saliva, than nasopharyngeal swabs, for the screening and diagnosing of the virus [40].
Viral variants. An important issue of concern, that has been increasing during recent months, is the increasing
recognition of different viral haplotypes, due to occurrence of recombination and/or mutation [41]. High variability
in genomic pattern and nucleotide sequences is in keeping with the rapid spread of the SARS-CoV-2 pandemic
[42]. Furthermore, as observed by an extensive survey carried out on 220 SARS-CoV-2 genomic sequences,
different strains of SARS-CoV-2 might coexist [43], thus conferring further complexity to the diagnostic
assessment of the infection. Moreover, another study revealed that ~ 79% primer binding sequences in at least
one gene used in RT-PCR were mutated compared to the original SARS-CoV-2 genome (Wuhan-Hu-1,
NC_045512) [44]. A bewildering viral diversity has been found even in single patients, with a median number of
four/five intra-individual variants [45,46]. It should be stressed that such heterogeneity in viral RNAs not only
could help explaining differences in intra-individual immunological response and clinical patho-phenotype [47]
but can also undermine the accuracy of RT-PCR detection [48]. Consequently, it is currently assumed that about
10-15% of SARS-CoV-2 variants were not detectable by at least one of the commercialized primers [49].
Time-dependency and false negative results.
The kinetics of viral load are another factor that varies between individuals and is influenced by the patients’
epidemiological history, immune response, and treatment or medication effects [50]. It is another factor that can
contribute to false-negative results.
A false-negative case of SARS-CoV-2 infection is defined as an individual with suspected infection and an initial
negative result, as determined by RT-PCR test, with a positive result on a subsequent test. False-negative
results among hospitalized patients have received considerable attention at the beginning of the Covid-19
pandemic, especially in those patients in which clinical and radiographic findings were at odds with negative test
results. Most of these false negative data can be explained by considering the evolution over time of the viral
load. Viral RNA is usually undetectable during the first two weeks after the infection (when the patients is
generally asymptomatic) as well as two-four weeks later after the onset of clinical symptoms. Viral RNA load
declines quickly two and three weeks after the appearance of symptoms. This indicates that there is a narrow
window for detecting virus, and there is a potential for false negative results if tests are performed outside the
period of detectable viral load [51].
In a literature review and pooled analysis, Kucirka et al [52] analyzed the rate of false negative RT-PCR
performed on nasopharyngeal swabs of symptomatic patients, in respect to the timing of symptom onset. The
probability of a false-negative result decreased from 100% on day 1 to 67% (CI, 27-94%) on day 4. On the day
with onset of symptoms the probability of a false-negative rate was 38% and then decreased to 20% 3 days after
symptom onset), while, during the asymptomatic stage (1-4 days) false negative rate ranged from 100 to 94%.
Overall, the sensitivity of RT-PCR testing is therefore severely limited. The sensitivity in identifying SARS-CoV2 bearing individuals by RT-PCR test ranges from 44% to 80% [53], as being significantly influenced by viral
shedding and by the time of sample collection, when compared to the onset of the infection as already observed
for other coronaviruses [54]. As a result, it is probable that large numbers of mild, asymptomatic, or presymptomatic COVID-19 cases are not detected by current testing efforts [55] (Fig.2).
Critical objectives and false positive results
In the public health setting, when we are faced with a highly contagious epidemic, a critical objective is to
optimize the early identification of infected individuals that can (potentially) transmit the microbe. This is
especially relevant in detecting SARS-CoV-2 positive people, which in many cases are unaware of their infection.

Epidemiologic data has showed that a huge reservoir of asymptomatic/pauci-symptomatic subjects has driven
the diffusion of the current pandemic of Covid-19 [56]. Clinical and epidemiological studies show that the
infectious period begins about 2 days after exposure and continues to about12 days after symptom emergence
[57]. Overall, the infectious period lasts, on average, for about two weeks, and during this time, the viral load
(RNA copies per ml) is likely to increase progressively. Therefore, timely identification of persons that can
actually transmit the virus is mandatory to put in place confinement measures and identify probable contacts.

Fig.2. Estimated over time likelihood of SARS-CoV-2 virus detection with RT-PCR tests and serological assays in respect to symptom
onset. The figure has been reconstructed on the basis of several reports and the estimated values are only approximate averages.
Viral load shows an asymmetric distribution, with an extended tail. Maximum probability to detect infectious individuals happens after
the first week since the infection and lasts for almost three weeks. Since then, it is quite unlikely to identify subjects that could truly
transmit the disease. As a consequence, no virus development occurs in culture from biological samples in which RT-PCR positivity
has been ascertained when the cycle threshold is very high (a Ct <30 is suggested, but it may vary depending on the swab procedure
accuracy). Unlike low sensitivity methods (dashed line), the high sensitivity of the RT-PCR method could therefore lead to disclose
more positives that, on the other hand, are not contagious (solid line). Conversely, false negative results may occur during the first
week, when active viral replication does not reach the sensitivity level required by RT-PCR test. For comparison, serological analysis
shows a steadily increase in both IgM and IgG values only after four-five weeks. Thereafter, IgM progressively decreases after 7-8
weeks, whereas IgG still persists for several months.

However, positive individuals do not overlap automatically with those that can effectively transmit the virus,
although some variants are emerging to have higher rates of infectivity. Accordingly, the ideal test is not
necessarily the one that determines whether a person has any evidence of SARS-CoV-2 – as determined by
current PCR-RT-based swabs - but the one that quickly and accurately identifies those that are truly capable of
transmitting the infection in order to prevent large outbreaks. In other words, we need a reliable test that could
identify the “infecting” individuals. The canonical rules, established by Koch’s postulates [58], that the
microorganism must be isolated from the infected individual, and should show growth in culture, have been
confirmed in animal models of SARS-CoV-2 [59]. Indirect evidence of virus replication capability is provided by
tests that identify viral sub-genomic mRNA, that can be transcribed in infected cells or detected in infected cells
by fluorescent in situ hybridization techniques that recognize the virus associated with cells [60]. Of course, this
kind of testing is neither rapid nor cheap, and it is therefore not applicable, so far, for large population screening.
However, even if the antigenic and the genetic “rapid” testing still remain the most useful for tracing the spread
of the virus, it is desirable that more diagnostic tests are settled up in view of a second phase of the “SARSCoV2 affair”, when the urge for rapid population screening will be less mandatory and more accurate diagnosis
will be relevant.
Overall, all authorized molecular tests (that amplify viral RNA) have higher sensitivity than antigen tests. Yet,
new rapid diagnostic tools, based on lateral flow assays for COVID-19 antigens, promise to be a reliable
alternative for identifying infectious patients [61]. Such tests capture viral proteins in a lateral flow format that
can give results in few minutes and thus greatly help to rapidly identify those individuals at highest risk for
transmitting disease [62]. Although less sensitive than reverse transcriptase–polymerase chain reaction tests,
early data suggest that antigen tests can be used to diagnose individuals that are infectious with COVID-19 [63].
In this study, positivity for viral antigens matched with virus isolation using an optimal SARS-CoV-2 isolation
procedure, i.e., antigen detection strictly correlates with presence of virus and can therefore represent a reliable
tool in monitoring the evolution of viral infectivity within the population (epidemiological surveillance).
Data misinterpretation. Diagnostics can be used in various manners, the so-called use cases: triage of
symptomatic individuals in an epidemic or endemic setting, triage of at-risk pre-symptomatic and symptomatic
individuals in endemic settings, and confirmatory testing. The use determines the way in which diagnostic tests
are optimally used. Namely, the critical issue is to correctly distinguish between diagnostic and surveillance
(screening) tests, the latter being conceived for ascertaining the epidemiological course of the epidemic whereas
the former is more critical for the management of individual patients.
For epidemiological testing, the key question is not how well molecules can be detected in a single sample but
how effectively infections can be detected in a population by the repeated use of a given test as part of an overall
testing strategy — the sensitivity of the testing regimen. Clinical tests are designed for assessing the reliability
of diagnosis in symptomatic individuals and require high sensitivity. On the other hand, tests used in surveillance
regimens should be tailored to detect those individuals that can really diffuse the virus (true “infecting” persons).
RT-PCR detects RNA, not infectious virus; thus, its ability to determine duration of infectivity of patients is very
limited, while infectivity is a critical determinant in informing public health guidelines/interventions. As already
observed in other instances, a critical drawback of RT-PCR tests (but that can be extended to serological tests
too) is that they cannot determine virus infectivity: overall, RT-PCR sensitivity is good but its specificity for
detecting replicative virus is poor [64].
A recent paper has highlighted that infectivity – recognized by the capability to retrieve the virus growing in
culture according to the Koch’s postulate – is dramatically impaired when cycle threshold (Ct) values are >24
[65]. A direct relationship has been observed between Ct values of RT-PCR and the viral load, even if the
relationship is less than linear for low viral loads [66]. Noteworthy, for every 1-unit increase in Ct, the odds ratio
for infectivity decreased by 32%. Another report shows that for Ct = 25, the virus can be identified in up to 70%

of samples, while at Ct = 30 this value drops to 20%; for Ct = 35, only in 3% of culture the virus can be retrieved
[67]. Therefore, the straightforward consequence is that almost 50% of newly diagnosed “positive” patients are
in fact non-infectious individuals, given that in these cases, the PCR Ct averages >30, indicating low or even no
viral counts [68]. Indeed, besides these low levels of detectable RNAs could be explained by an early or latestage infection, the prolonged duration of the RNA-positive tail – during which individuals continue to “release”
viral RNA or its fragments – indicates that a relevant proportion of infected persons are recognized once the
infectious period has already passed [69]. It is generally agreed that replication-competent virus cannot be
successfully cultured more than 9 days after the onset of illness, with a statistically estimated likelihood of
recovering replication-competent virus that approaches zero by 10 days [70,71]. Conclusively, “after about 8
days of onset of symptoms, infectious virus is no longer present in respiratory tract specimens, despite high
amounts of SARS-CoV-2 RNA that are measurable by RT-PCR” [72].
Overall, it has been estimated in a different cohort of patients that 88% and 95% of their specimens no longer
yielded replication-competent virus after 10 and 15 days, respectively, following symptom onset [73,74]. This
means the current COVID-19 test standards for the PCR test would pick up an excessive number of false
positives. However, despite these warnings, an update to the CDC instructions for PCR testing from December
1, 2020, still uses a Ct of 40 [75].
Nonetheless, the implications are relevant, as hundreds of thousands of people presently being confined based
on positive RT-PCR tests, are likely to have already passed the transmissible phase of their infection. These
results were anticipated by several investigations [76,77], and prompted different scholars to propose a cutoff
Ct value at Ct≤30, with a duration of eviction of approximately 10 days [78]. Interestingly, prolonged (i.e., with a
duration > 20 days) persistence of positive RT-PCR test, with low Ct values, may indicate subgroups of infected
patients with immunocompromised state or more severe disease, as suggested by van Kampen [79].
Additionally, it may be surmised that tests with high Ct thresholds may detect not just live virus but genetic
fragments, leftovers from other infections (i.e., other Coronavirus for which a cross-reactivity has been
documented) [80,81] that pose no particular risk. Again, these considerations – albeit correct - hardly overcome
the wall of the “field practice”. As a matter of fact, to be able at ascertaining a Ct cutoff to discern between
infecting and non-infective individuals, one should be sure the starting specimen are homogeneous. Actually,
the pre-analytic bias plays a non-neglectable role in the execution of the swab since different operators introduce
a great variability in the sampling. It is clearly arguable that two different specimens taken from the same
individuals can result in very different Cts depending on how accurately the swab has been executed.
The New York Times, recently raised alarm that the number of amplification cycles needed to find the virus “is
never included in the results sent to doctors and coronavirus patients, although it could tell them how infectious
the patients are. In three sets of testing data that include cycle thresholds, compiled by officials in Massachusetts,
New York, and Nevada, up to 90 percent of people testing positive carried barely any virus” [82].
It is thereby mandatory to use tests that could capture infected people while they are still infectious. Identification
of such persons is a critical objective deemed to reduce the population prevalence of a respiratory virus. In this
respect, as stressed by a recent paper, “the benchmark standard clinical polymerase chain-reaction (PCR) test
fails when used in a surveillance regimen” [68]. Indeed, the distribution over time of RT-PCR positivity in infected
people shows that the diagnostic test still remains positive for longer times after the stage at which an individual
is no longer infectious [83].
Unfortunately, regulatory agencies have not established distinct and clear rules for validating, as separate tests,
those to be used as analytical diagnostic tools versus tests for ascertaining infectivity and hence public health
efforts to reduce community transmission. Moreover, a reliable assessment of the course of the epidemic
worldwide needs different countries to adopt a common approach for validating performances of both diagnostic
tests and tests used to screen for infectious persons. This is especially urgent when epidemiological data (i.e.,
the number of true infectious people) serve as a base for politic decisions making. Conversely, differences in
RT-PCR tests, LoDs, or Ct cut-off may contribute in explaining controversial epidemiological findings, given that
some differences among countries with similar structural sociological traits (population mean age and density,

quality of health services, geographical position) could be ascribed to variances in RT-PCR-based data
acquisition.
As already proposed [84], to improve its reliability the RT-PCR test should be continuously calibrated against a
reference culture in Vero E6 cells in which cytopathic effect has been observed. The cycle threshold values on
each platform for patients who have positive and negative viral cultures should be correlated with RT-PCR results
and the resulting calibration curve could then be done to estimate virus viability from the cycle threshold with
some certainty [85]. Moreover, evidence shows that viral loads is subject to a different evolution in symptomatic
and asymptomatic people [86]. Conclusively, the generation of false-positive or false-negative test results not
only jeopardizes the health of the individual patient but may also derange and disrupt the efficacy of public health
policies, emergency plans and restrictive measures established by national and international authorities for
containing the outbreak.
Secondly, an alternative to RT-PCR tests could be represented by rapid lateral-flow antigen tests, and rapid
lateral-flow tests based on CRISPR gene-editing technology [87]. These tools provide a sensitive and robust
means for high-throughput COVID-19 diagnosis suitable for use in screening settings and display the potential
to enable reliable large-scale diagnosis [88]. Notably, lateral-flow antigen tests do not have an amplification step
and their analytic limit of detection is usually 100/1000 times less than RT-PCR tests; to reliably identify the
people that can really “transmit” the virus, such tests need to be adequately sensitive and would benefit from a
clear cut-off value that is established to distinguish the “infectious” individuals among “positive” individuals.
Undoubtedly, the adoption of such a strategy will have huge consequences for harnessing the epidemic outbreak
and to successfully manage the disease spreading.
Altogether, these considerations further outline that clinical symptoms and molecular analytical tools should be
conjugated to perform correct diagnostic assessment. Some diseases can be diagnosed based on a test alone;
most diseases, however, are defined by the cluster of symptoms and signs, in addition to test results. In no case,
can a medical diagnosis be replaced by simple molecular tests. Indeed, interpreting the results of RT-PCR
requires consideration of patient characteristics, such as symptoms and their severity, contacts history, presence
of pre-existing morbidities and drug history, the cycle threshold value, the number of days from symptom onset
to test and the specimen donor’s age [89]. As markedly recommended by a recent Cochrane report, a single
symptom or sign could not accurately diagnose COVID-19 [90]. Furthermore, the Oxford Centre for EvidenceBased Medicine suggests that “the PCR test positivity counts should include a standardized threshold level of
detection, and at a minimum, the recording of the presence or absence of symptoms. As a disease, the COVID19 case definition should constitute a disorder that produces a specific set of symptoms and signs. The inhospital case definition should, therefore, also record the CT lung findings and associated blood tests” [91].
Conclusions
Reliability of analytical tools in identifying infected individuals, i.e., persons than can transmit the virus, is
mandatory to assess the evolution of the SARS-Cov-2 pandemic and to provide solid foundations for policy
decision making. The life and the liberty of hundreds of millions of people, as well as the economy of countries
around the globe ultimately depend on a such appropriate assessment. Unfortunately, several scientific studies
and administrative official reports indicate that epidemiological data related to the prevalence of Covid-19
infection among peoples are likely to be significantly biased by relevant incidence of both negative and false
positive results. As a matter of fact, optimization of testing capability, extensive clinical and epidemiological
validation, and proper approval from regulatory agencies are still needed.
To sum up:
1) false negative results may be ascribed to erroneous/flawed analytical performances as well pre-analytical
issues, including inappropriate choice of timing of testing (i.e., pick-up of the biological sample could have been
obtained at wrong timing: too early or too late in respect to the onset of the infection).

2) false positive results may instead arise chiefly as consequence of extended Ct, far beyond the recommended
threshold of 30-33. Other causes of false positive results include wrong timing, cross-reactivity among SARSCoV-2 and other Coronaviruses.
3) Last (but not the least!), false positive results should be ascribed to administrative errors and malpractices,
as demonstrated recently in Italy. A survey reported by Il Corriere della Sera [92], shows that positive patients,
albeit symptomless, have been persistently added to the pool of positive patients, nonetheless they may have
fully recovered from the time of the initial test, taken several weeks before.
Even in the ideal case in which a test displays both high sensitivity and specificity, the number of false-negative
and false-positive would still compromise efficient control of the epidemic. It has been calculated that, with
sensitivity and specificity in the range of 98% and 99%, respectively – a goal that currently is far from being
achieved – a total of 1000 cases will be missed when five million people are tested, and another 49,500
individuals will receive false positive results [93]. Recent data demonstrated that the true picture is even worse,
with a much greater proportion of false-positive ascertained in many countries, including Italy and USA.
Consequently, many people may be unnecessarily quarantined, and the public health system unnecessarily
burdened with managing contact tracing, confinement, and other measures. Therefore, RT-PCR results should
mandatory be “interpreted” by jointly examining clinical and radiological data, in the context of the pretest
probability of disease. For COVID-19, the pretest probability assessment includes symptoms, previous medical
history of COVID-19, presence of antibodies, any potential exposure to COVID-19, and likelihood of an
alternative diagnosis [94]. Namely, when low pretest probability exists, positive results should be interpreted with
caution and a second specimen tested for confirmation given that low levels of viral RNA (identified by RT-PCT
tests that require high Ct values) do not equate with infectivity unless the presence of virus particles has been
documented, as clearly recommended by the European Centre for Disease Prevention and Control [95].
These conclusions cast on doubt the use of RT-PCR swabs as a screening procedure for tracing the evolution
of the current SARS-COV-2 pandemic. The huge number of both false-positive and false-negative results
deprives the trustworthiness of decision making, that is also influenced by political factors. Health management
during such a pandemic is severely compromised when tests for the infection provide unreliable results [96,97].
Thereby, we should search for a test that can quickly identify many individuals with infectious virus (rather than
simply viral RNA) - including symptomless individuals – to control and prevent large outbreaks. Unfortunately,
current widespread use of RT-PCR swabs looks like a waste of resources, while the public health threat warrants
large-scale testing - “it would be more effective to authorize a small number of well-designed, well-developed,
and validated tests run on common high-throughput platforms, followed by a few point-of-care tests, all of which
are manufactured in large quantities, than to simultaneously develop and authorize scores of diagnostics” [93].
Testing in the absence of other proven prevention strategies is unable to prevent outbreaks [98]. Health
authorities should be asked to urgently address such issues in order to establish a proper strategy for managing
the current pandemic, as well as prepare for future threats of a similar kind.
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Fig.1. Structure of SARS-CoV-2 virus. RNA of the viral genome is constituted by
two genes – ORF1a and ORF1b – encoding for the non-structural proteins NSP,
while small genomic region includes S (Spike protein), M (Membrane protein), E
(envelope protein), and N (nucleocapsid protein) genes. The S protein interacts
with the angiotensin-converting enzyme 2 (ACE2) receptors of the host cell
membrane through a receptor-binding domain (RBD) positioned on the spike
protein. Once the ACE2/RBD interaction has been established, the virus can be
endocytosed into the cell.
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Fig.2. Estimated over time likelihood of SARS-CoV-2 virus detection with RT-PCR tests and serological
assays in respect to symptom onset. The figure has been reconstructed on the basis of several reports
and the estimated values are only approximate averages. Viral load shows an asymmetric distribution,
with an extended tail. Maximum probability to detect infectious individuals happens after the first week
since the infection and lasts for almost three weeks. Since then, it is quite unlikely to identify subjects that
could truly transmit the disease. As a consequence, no virus development occurs in culture from biological
samples in which RT-PCR positivity has been ascertained when the cycle threshold is very high (a Ct <30
is suggested, but it may vary depending on the swab procedure accuracy). Unlike low sensitivity methods
(dashed line), the high sensitivity of the RT-PCR method could therefore lead to disclose more positives
that, on the other hand, are not contagious (solid line). Conversely, false negative results may occur
during the first week, when active viral replication does not reach the sensitivity level required by RT-PCR
test. For comparison, serological analysis shows a steadily increase in both IgM and IgG values only after
four-five weeks. Thereafter, IgM progressively decreases after 7-8 weeks, whereas IgG still persists for
several months.
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Reliable screening tests to identify infectious individuals that can transmit the virus are essential for
tracing the epidemic.
Instead, diagnostic tests should be supplemented by clinical and radiological findings.
Current Rt-PCR tests are flawed by pre-analytical biases, while the sensitivity showed a dramatic timedependency.
The huge number of false-positive and false-negative results deprives the trustworthiness of decision
making based on those techniques.
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